[Flow microchamber for the Linnic interference microscope].
A flow microchamber for the Linnic microscope was constructed. The volume of the microchamber is 6-10 microliters. The microchamber may be used in two working regimes: (a) under conditions of periodical change of solutions during the analysis of the same object and (b) under conditions of continuous flow of solutions. The microchamber was used for studying the birefringence of skeletal muscle sarcomere at rigor and relaxed states.